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Background: Although important improvements of downstream molecular in vitro diagnostics assays based
on RNA from blood were made, the pre-analytical workflow is still poorly defined.
Methods: We performed a multicenter study within the EU-granted SPIDIA project to investigate blood col-
lection and shipping influence on the following RNA quality parameters: yield, purity, integrity, RT-qPCR in-
terference and IL1B, IL8, FOS and GAPDH gene expression. Two models were designed: Exp A. Ten
laboratories collected blood from an own donor into two different tubes (with or without stabilizer) and
extracted RNA at two different times; Exp B. Blood was drawn from a single donor and shipped to ten labo-
ratories in two different tubes (with or without stabilizer) for RNA extraction.
Results: In both models and collection tubes, reliable results were obtained for purity, yield, GAPDH expres-
sion, and interferences. A substantial variation in RIN (Exp A) and in transcription levels of IL1B, IL8 and FOS
(Exp B) was observed for blood collected in tube without stabilizer tubes. Overall the variability was higher
among data obtained from unstabilized blood samples.
Conclusions: We defined the experimental setup for a larger ring trial throughout Europe. The chosen down-
stream analyses verified their potential, serving as adequate markers to test the quality of blood RNA.

© 2012 Elsevier B.V. All rights reserved.

1. Introduction

Molecular in vitro diagnostics will play an important role in future
health care practice and gene expression profiling promises to pro-
vide insight into normal biological and pathological processes with
the hope of predicting disease outcome and indicating individualized
courses of therapy. In this field, significant improvements of down-
stream assays and data analysis (analytical process) have been
made during the last years. In contrast, the influence of the pre-
analytical steps, such as sample collection and stabilization, has
been highly underestimated [1–3].

The recently published guidelines on qPCR measurements [4]
stress the need to document the quality assessment of RNA templates
prior the analysis. This assessment should include data on RNA qual-
ity, yield, integrity, and the absence of PCR inhibitors. This also under-
lines that RNA degrades markedly in vivo, owing to the natural
regulation of mRNAs in response to environmental stimuli. In fact,
for blood RNA analysis, expression profile studies have shown that

Clinica Chimica Acta 413 (2012) 779–786

Abbreviations: n, Total number; IQR, Interquartile range; RT-qPCR, Reverse Tran-
scriptase Quantitative Polymerase Chain Reaction; qPCR, Quantitative Polymerase
Chain Reaction; IL1B, Interleukin-1β gene; IL8, Interleukin-8 gene; FOS, c-fos gene;
GAPDH, Glyceraldehyde-3-Phosphate Dehydrogenase gene; KD, Kintetics Distance;
PT, Proficiency Testing; Cq, Quantification Cycle in qPCR and RT-qPCR; PAXgene, PAX-
gene® Blood RNA tube; EDTA, K2-Ethylenediaminetetraacetic acid Vacutainer® tube;
Exp A, Experimental model A; Exp B, Experimental model B.
⁎ Corresponding author at: Department of Clinical Physiopathology, Viale Pieraccini

6, 50139 Florence, Italy. Fax: +39 0554271442.
E-mail address: m.pazzagli@dfc.unifi.it (M. Pazzagli).
URLs: http://www.spidia.eu (K. Günther), http://www.spidia.eu (F. Malentacchi),

http://www.spidia.eu (P. Verderio), http://www.spidia.eu (S. Pizzamiglio),
http://www.spidia.eu (C.M. Ciniselli), http://www.spidia.eu (A. Tichopad),
http://www.spidia.eu (M. Kubista), http://www.spidia.eu (R. Wyrich),
http://www.spidia.eu (M. Pazzagli), http://www.spidia.eu (S. Gelmini).

1 These authors contributed equally to this manuscript.

0009-8981/$ – see front matter © 2012 Elsevier B.V. All rights reserved.
doi:10.1016/j.cca.2012.01.015

Contents lists available at SciVerse ScienceDirect

Clinica Chimica Acta

j ourna l homepage: www.e lsev ie r .com/ locate /c l inch im



Author's personal copy

significant changes can occur after blood collection during transport
and storage [5,6]. This source of degradation is beyond the control
of the researchers and one of its manifestations is that even high-
quality RNA samples can show differential deregulation and degrada-
tion of individual mRNAs. The use of a system to calculate an RNA in-
tegrity number or an RNA quality indicator number is considered
important, however, these numbers relate to rRNA quality and cannot
be expected to be an absolutemeasure of RNA quality [4]. The complex-
ity of this situation requires further research in order to optimize the en-
tire procedure for RNA analysis.

SPIDIA (www.spidia.eu) is a four-year large-scale integrated project
funded by the European Commission that works on the standardization
and improvement of pre-analytical procedures for in vitro diagnostics in
order to close the gap between the more elaborated analytical proce-
dures and the less standardized pre-analytical processes. For SPIDIA a
key aim is to develop evidence-based guidelines and quality assurance
schemes for collection, transport and processing of blood samples for
RNA-based analyses.

To approach this goal a large proficiency testing (PT) program
among routine laboratories in Europe is planned to evaluate current
sample technologies for RNA-based analyses from blood. In preparation
for themain ring trial, a preliminary study involving a limited number of
laboratories was pursued to validate testing protocols, logistics and
schemes. This study is based on two different experimental models.
The first model was designed to evaluate the role of the pre-analytical
variables from blood collection and storage to RNA extraction. In this
case the participating laboratories collected blood samples from indi-
vidual donors using both stabilized (PAXgene® Blood RNA Tube, PreA-
nalytiX) and unstabilized (K2EDTA, BD) collection tubes.

The second model was designed to evaluate the influence of
blood/RNA shipment conditions and RNA extraction procedures. In
this case the participating laboratories received from SPIDIA the
same blood sample collected in stabilized (PAXgene) and unstabilized
(EDTA) blood collection tubes. A pre-extracted RNA sample was also
included in the kit to evaluate the effect of the Blood RNA Tube ship-
ment. The extracted RNA samples from the two experimental models
were then sent to SPIDIA reference laboratory for analysis.

In bothmodels, the influence of a regular EDTA blood collection tube
was compared to a RNA stabilizing blood collection tube, which is
intended to preserve the gene Blood RNA Tube expression profile at
the point of blood collection. The PAXgene Blood RNA Tube was chosen
for this purpose as it contains an additive that immediately stabilizes
the in vivo gene transcription profile by lysing the cells and complexing
the nucleic acids and it was already used in several studies for transcript
analysis from blood samples [7–11]. The RNA quality parameters used
in this study include spectrophotometric evaluation of purity and
yield, and the RNA integrity number (RIN). In order to monitor the
RNA stability, these parameters were complemented by measuring
also the transcript levels of selected genes. Several genes are known to
be induced or repressed by ex vivo blood handling, which can be used
to monitor changes occurring during the pre-analytical steps. In partic-
ular, it has been reported that measurements of the expression of FOS,
IL1B, and IL8 under many conditions can be used to monitor changes
in expression levels in clinical samples of human whole blood and
bone marrow samples [5,12–14].

An additional quality parameter investigated in this study was the
matrix effect. Where samples are obtained with different pre-
analytics, the effect of heterogeneous interfering substances may con-
found the test objective. Interfering substances may be exogenous
(e.g. ethanol or phenol) or residual endogenous compounds (e.g. bio-
logical decay products) [4]. Employing RT-qPCR, amplification com-
patibility can be validated by analyzing the amplification trajectory
of each individual sample and comparing it with defined references
[15]. This method utilizes the raw amplification data as obtained by
the qPCR software. This panel of RNA quality parameters has been
employed in both experimental models proposed in this study.

2. Materials and methods

2.1. Study setup, patients, samples and shipment

Ten laboratories, routinely working with human blood in the field
of gene expression analysis were invited to participate in this study,
performing both the experimental models A and B.

2.1.1. Experimental model A (Exp A): Evaluation of the pre-analytical
variables from blood collection and storage to RNA extraction

Participant laboratories collected blood in 4 tubes. Blood was
drawn from healthy volunteers in responsibility of the individual par-
ticipating laboratory after informed consent. All laboratories ensured
the approval by their local ethics committee. Peripheral human whole
blood was collected into two PAXgene Blood RNA Tubes (Tubes 1 and
2) and two EDTA-containing tubes (Tubes 3 and 4). RNA from first
tube per set of duplicates (Tubes 1 and 3) was prepared immediately
after blood collection (Tube 3, EDTA) or after 2 h incubation at room
temperature (Tube 1, PAXgene). Second blood replicates (Tubes 2
and 4) were prepared reflecting the laboratory's guidance of maxi-
mum blood sample storage before analysis. The time points were cho-
sen to represent the operational procedures of sample transport
between hospitals (blood collection) and laboratories (RNA isolation
and analysis) (Fig. 1).

Extracted RNA samples (RNA 1, RNA 2, RNA 3 and RNA 4) were
sent on dry-ice to the SPIDIA UNIFI laboratory for the RNA quality
analysis.

2.1.2. Experimental model B (Exp B): Evaluation of the pre-analytical
variables from blood/RNA shipment and storage to RNA extraction

Peripheral human whole blood was collected from one healthy
donor after informed consent at the SPIDIA QIAGEN laboratory into

Fig. 1. General workflow of the Exp A study.
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EDTA tubes (Vacutainer® PLUS K2EDTA 10.8 mg, 6 ml, ref cat. no.
367864, BD) and aliquots of 2.5 ml blood were immediately trans-
ferred into 18 PAXgene Blood RNA Tubes (cat. no. 76216, PreAnay-
tiX). Eight of the 18 PAXgene Blood RNA Tubes were incubated at
room temperature for 2 h followed by RNA isolation in the SPIDIA
QIAGEN laboratory, as described below. This RNA was pooled and
mixed, and RNA quality and yield were analyzed. This RNA serves as
reference RNA (REFpool RNA) for the downstream analyses per-
formed at SPIDIA UNIFI laboratory and also as the reference for the
participating laboratories (REF RNA) to monitor the influence of the
shipment on the quality of the isolated RNA (Fig. 2).

Each laboratory received one PAXgene Blood RNA Tube (Tube A,
2.5 ml of blood), and one EDTA tube (Tube B, 6 ml of blood), sent at
ambient temperature with overnight delivery, as well as the REF
RNA, shipped on dry ice. The laboratories extracted RNA (RNA A
and RNA B) from the two shipped blood samples on the day of arrival
or, at the latest, two days after arrival. REF RNA, RNA A and RNA B
were then sent on dry ice to the SPIDIA UNIFI laboratory for the
RNA quality analysis.

At SPIDIA UNIFI laboratory, an alpha-numeric code was associ-
ated to each participant laboratory, randomly, this association was
recorded in a database. RNA sample tubes (RNA A, RNA B, RNA 1,
RNA 2, RNA 3 and RNA 4) were properly defined. The samples
were analyzed in blind.

2.2. RNA preparation from blood

RNA was prepared from blood samples by different procedures
depending on the type and the experimental model. From blood
sampled in PAXgene Blood RNA Tubes (Sample A; REF RNA and
REFpool RNA), RNA was prepared according to the manual proto-
col of the PAXgene Blood RNA Kit (cat. no. 762174 or 762156, Pre-
AnalytiX). From blood sampled in EDTA tubes, RNA was prepared
by the participating laboratories using their standard protocol. The
participating laboratories have reported to the organizers all the
details related to the procedure in use in the individual labora-
tory's guidance (extraction method, time intervals, and storage condi-
tions). These data are summarized in the Supplemental Data
(Supplemental Table 1 A, B, C).

2.3. RNA yield and purity by spectrophotometric measurement

RNA was quantified from RNA aliquots by NanoDrop® 1000 UV
spectrophotometer (NanoDrop Technologies) that was properly zer-
oed using the proper elution buffer or RNase-free water or PAXgene
Blood RNA elution buffer BR5.

Spectrophotometric measurements were performed at 260, 280, and
320 nm. Absorption at 320 nmwas used to subtract background absorp-
tion. RNA purity was calculated as absorbance ratio R=(A260−A320)/
(A280−A320) and RNA total yield as Q=(A260−A320)×40×dilution fac-
tor×elution volume/extracted blood volume (ng/μl). Alternatively,
when the reading at 320 nm was not reported by the participants, the
R value was calculated as R=A260/A280 and RNA total yield as
Q=A260×40×dilution factor×elution volume/extracted blood volume
(ng/μl).

2.4. RNA integrity analysis

The integrity of RNA was assessed by capillary gel electrophoresis by
analyzing 1 μl aliquot using RNA 6000 Nano reagents and chips (n. 5067-
1511, Agilent Technologies) on a Bioanalyzer 2100 (n. G2938C, Agilent
Technologies). The RIN calculation software algorithm (version
B02.02.S1238, Agilent Technologies)was applied to thefluorescence pro-
files after separation of RNA by capillary electrophoresis, and RIN values
were calculated on a scale of 1–10 (low to high RNA integrity) for each
sample.

2.5. Gene expression analysis by RT-qPCR

Primers and probes for GAPDH (Pre-Developed TaqMan® Assay Re-
agents, P.N. 4326317E), IL1B, IL8 and FOS (TaqMan Gene Expression
Assay; Hs00174097_m1, Hs99999034_m1 and Hs00170630_m1, re-
spectively) were from Life Technologies. Total RNA (400 ng) was re-
verse transcribed using a TaqMan Reverse Transcription Reagents kit
(n. N808-0234, Life Technologies). Reverse transcriptionwasperformed
in a final volume of 80 μl containing 500 mM KCl, 0.1 mM EDTA,

Fig. 2. General workflow of the Exp B study.
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100 mMTris–HCl (pH 8.3), 5.5 mMMgCl2, 500 μMof each dNTP, 2.5 μM
random hexamers, 0.4 U/μl RNase inhibitor, and 1.25 U/μl Multiscribe
Reverse Transcriptase. The reverse transcription reaction was per-
formed at 25 °C for 10 min, 48 °C for 30 min, and 95 °C for 3 min by
2720 Thermal cycler (Life Technologies). Gene expression was mea-
sured by qPCR. For each sample 12.5 ng of cDNA was added to 10 μl of
PCR mix containing a primer set and 1× Universal PCR Master Mix
(n. 4318157, Life Technologies). The samples were then subjected to
40 cycles of amplification at 95 °C for 15 s and 60 °C for 60 s in the ABI
PRISM® 7900 Sequence Detector (Life Technologies). The amount of
each target gene was evaluated against a standard curve. Each standard
was obtained by cloning a cDNA fragment of the specific gene (FOS,
GAPDH, IL1B, and IL8) into the plasmid pCR®2.1–TOPO® (n. 45-0641,
Life Technologies) following user manual's instruction. Each standard
curve was generated by plotting the mean Cq of the technical replicates
versus the logarithm of the known starting concentration [16]. Samples
and standards were measured in qPCR triplicates. The gene expression
results are reported as log10 copies/μg RNA.

2.6. Kinetics analysis

The objective of the kinetics analysis was to evaluate the amplifi-
cation compatibility as an additional RNA quality indicator of the test-
ed samples. The analysis was conducted using a reference
methodology as described [15]. Amplification response curves of indi-
vidual samples were used to calculate the kinetics distance (KD) to a
defined reference set of samples. The reference set consisted of all the
RNA samples from all the participating laboratories. The KDs of the
three qPCR technical replicates of each sample were averaged. The
KD can be interpreted as a metric reflecting PCR interference due to
unknown factors that adversely affect the PCR. RNA extracted from
Tubes A and B were compared with the reference set, and the KDs
of each group are presented in box-whisker plots, applying the box-
plot rule for outlier exclusion: Q1−(1.5×IQR) and Q3+(1.5×IQR)
with Q1 and Q3 indicating the 25th and 75th percentiles, respectively,
and IQR indicating the interquartile range (i.e. 75th–25th percentile).

2.7. Statistical analysis

For the Exp A data, statistical analysis was focused on purity and
yield values generated by the SPIDIA UNIFI laboratory and on the ex-
pression of the four considered genes. These measurements obtained
for RNA 1 and RNA 3 were compared with those of RNA 2 and RNA 4,
respectively by using the Kolmogorov–Smirnov test [17]. Further-
more, the differences between the measurements obtained for RNAs
within collecting tube (i.e. RNA 1–RNA 2 for stabilized and RNA 3–
RNA 4 for unstabilized blood) were represented by box-plots.

For the Exp B data, statistical analysis of themeasurements was per-
formed on REFpool RNA, REF RNA, RNA A and RNA B. The presence of a
potential shipment effect was assessed by evaluating the values of the
RNA quality parameters of REFpool RNA with those of REF RNAs re-
ceived from the ten participating laboratories. These comparisons
were performed by resorting to non parametric approaches [17].

3. Results

Due to the different experimental designs investigated in this
study, the Results section has been dived in two parts.

3.1. Experimental Model A

3.1.1. RNA extraction protocols, temperature and time storage conditions
Data on the RNA extraction protocols for blood collected in EDTA

tubes (Tube 3 and Tube 4), storage temperature and time used by
participating laboratories are reported in the Supplemental Table 1
A, B, C.

3.1.2. RNA purity and yield and RIN values

In Supplemental Table 2 we report the descriptive statistics for the
purity (R) and the RNA total yield (Q). For both measurements vari-
ability was comparable (IQR) within the RNA extracted from the
same collection tube. Overall, for both purity and yield values the dis-
tribution of RNAs 1 and 2 as well as that of RNAs 3 and 4 were not sig-
nificantly different (Kolmogorov–Smirnov test p-values higher than
0.05). Fig. 3 (Panel A) shows that the median of the differences be-
tween purity values of RNA 1 and RNA 2 was close to 0 as well as
that of RNA 3 and RNA 4. On the other hand, a wider range was ob-
served for the difference between purity obtained from unstabilized
blood (RNA 3–RNA 4). A similar distribution was observed for the
RNA total yield differences reported in Fig. 3 Panel B.

The RIN values of RNAs 1, 2, 3 and 4 are shown in Supplemental
Table 3. RIN values were obtained from all laboratories for RNA 1
(range 7.1–9.6) and RNA 2 (range 5.9–8.8). For RNA 3 (range 1.1–
9.5) and RNA 4 (range 1.1–9.4), RIN values from two laboratories
were undetectable.

As emerged from Supplemental Table 3, for RNAs 1, 2 and 3 a me-
dian RIN value greater than 8.0 was observed, whereas for RNA 4, a
lower median RIN value (3.1) was observed and only 2 out of seven
labs had a RIN value greater than 8.0.

3.1.3. RNA expression data

Overall, for each considered gene, the expression distributions
in RNAs 1 and 2 as well as those in RNAs 3 and 4 were not signif-
icantly different (Kolmogorov–Smirnov test p-values higher than
0.05; Supplemental Table 4). The difference between the expres-
sion of the four genes in RNA 1 and RNA 2 (stabilized blood)
and in RNA 3 and RNA 4 (unstabilized blood) is reported in
Fig. 4 (Panel A, GAPDH; Panel B, IL1B; Panel C, IL8 and Panel D,
FOS). For all genes, the median difference between RNA 1 and
RNA 2 was close to zero. In contrast, the median difference be-
tween RNA 3 and RNA 4 was slightly greater than zero for all
genes suggesting a decrease of their time-dependent expression.
A better stability of RNA 1 and RNA 2 in comparison to RNA 3
and RNA 4 is also confirmed by the lower range of differences.

3.2. Experimental Model B

3.2.1. RNA extraction protocols, temperature and time storage conditions
Data on the RNA extraction protocols for blood collected in

EDTA tube (Tube B), temperature and time storage conditions
used by participating laboratories are reported in the Supplemental
Table 1 A, B, C.

3.2.2. Effect of RNA shipment on RNA quality parameters in REFpool RNA
and REF RNA samples

The values of REFpool RNA and of REF RNA parameters are
reported in Table 1. By considering the quality parameters investigat-
ed, the Sign Test confirmed that their distribution in the REFpool RNA
and in the REF RNA was not statistically significant different (α level
of 0.05). Hence, we conclude that there is no significant shipment ef-
fect on RNA quality when the extracted RNA is shipped on dry ice.

3.2.3. RNA purity and yield and RIN values in RNA A and RNA B samples
The variability of purity (R) and RNA total yield (Q) was higher in

RNA B (unstabilized blood) than in RNA A (stabilized blood) (Supple-
mental Table 2). Also, the median value of the RNA purity and yield
was higher in RNA A than in RNA B ([Q]: 3.1 vs. 1.7 ng/μl, [R]: 2.2 vs.
1.8, respectively).

The analysis of the RIN values (Supplemental Table 3) showed that
all the RNAs A (range: 7.3–9.8; one RNA A sample was undetectable)
and most of the RNAs B (range: 1.2–9.9) showed high RNA integrity
(RIN>7), except for two unstabilized samples (RNA B). The median
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RIN value was similar for both sample types (8.0 and 8.4 RNA A and
RNA B, respectively). However the variability was higher for RNA B
(IQR, 1.5) compared to RNA A (IQR, 0.9).

3.2.4. RNA expression data
The minimum, median, and maximum values of the measured

transcript levels expressed as log10 (copies/μg RNA) of the studied
genes in all the samples extracted by the participating laboratories
are reported in Supplemental Table 4 and in Fig. 5.

For all measured variables RNA B (unstabilized blood) showed the
largest variation in comparison to RNA A, whereas the REF RNA showed
the lowest variation. Analysis of the selected genes revealed that, for the
housekeeping gene GAPDH, (Panel A), the median value of the REF sam-
ple was comparable with that of RNA A and RNA B, but the variability of
measuredGAPDH levelswas highest in RNAB. For IL1B (Panel B), a lower
median value for RNA B is observed when compared to RNA A and REF
RNA. In contrast higher transcript levels, for FOS and IL8 (Panels C and
D) were found in RNA B compared to RNA A and REF RNA. Generally,

Fig. 3. Exp A. RNA purity and total yield. Panel A: difference in terms of purity of the RNA extracted by the participating laboratories in stabilized (RRNA 1–RRNA 2) or unstabilized
(RRNA 3–RRNA 4) blood samples. Panel B: difference in terms of yield of the RNA extracted by the participating laboratories in stabilized (QRNA 1–QRNA 2) or unstabilized (QRNA 3–

QRNA 4) blood samples. In Panels A and B, each box shows the 25th and 75th percentiles, the horizontal line inside the box indicates the median, and the limits of the two whiskers
correspond to minimum and maximum of the difference distribution. The horizontal dotted line represents the expected value in absence of difference between the compared sam-
ples (RNA 1 - RNA 2 and RNA 3 - RNA 4).

Fig. 4. Exp A. Difference, in terms of quantity, of the RNA extracted by the participating laboratories in stabilized (RNA 1–RNA 2) or unstabilized (RNA 3–RNA 4) blood samples
regarding the mRNA expression of the genes: GAPDH (Panel A), IL1B (Panel B), IL8 (Panel C), and FOS (Panel D). Each box shows the 25th and 75th percentiles, the horizontal
line inside the box indicates the median, and the limits of the two whiskers correspond to minimum and maximum of the difference distribution. The horizontal dotted line rep-
resents the expected value in absence of difference between the compared samples.
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the measured transcript levels in RNA A are more similar to those in the
REF RNA sample than those in RNA B.

3.2.5. Interferences in RT-qPCR as reflected by kinetics analysis
The distribution of the KD values, reflecting the interference in the

qPCRs among the samples, was skewed (see Fig. 6). For all the genes,
KD was lower for RNA A compared to RNA B. The box-plot rule was
used to identify outliers which are indicated in the figure by a dot.
Also the scatter reflected by the interquartile range (spread of the
box) of the KD is larger for RNA B, indicating heterogeneity in the
qPCR performance of RNA B, most likely indicating larger variations
in PCR efficiency due to interference.

4. Discussion

The EN ISO 15189 document, developed to support medical labo-
ratories in checking their competence and quality management,
states that the laboratory must take part in an interlaboratory com-
parison program. For molecular diagnostics, most of the PT programs
in 33 published studies [18] are aimed to test the ability of the labo-
ratory to identify or quantify a particular target gene. Two of these
studies [18,19] were focused on qPCR by evaluating the performance
in testing gene expression analysis. In the study of Raggi et al. [19] the
challenge samples were cDNA retrieved from three pools of total RNA.
Ramsden et al. [20] used, as unknown sample, a cell line (K562) sta-
bilized in RNAlater® reagent, and the evaluation included RNA ex-
traction, reverse transcription, and qPCR quantification. When
planning PT programs for molecular methods the test samples can ei-
ther be derived from biological materials (e.g. blood), or can be based
on synthetic materials such as purified DNA, RNA transcripts and re-
combinant plasmids. There are a number of advantages and disadvan-
tages associated with each approach and, depending upon the
objectives of the PT program, these factors need to be considered in
advance [21]. As the SPIDIA-RNA PT program is focused on the evalu-
ation and standardization of the pre-analytical phase, only the use of
a biological material is recommended, and thus, the present study
represents the first attempt to use a blood sample in a PT program
with the aim to monitor the pre-analytical workflow for RNA based
tests. Due to these characteristics, this PT should be considered
more as a proof of principle model than a formal PT program offered
by a certified PT organization.

In an attempt to cover all the possible sources of pre-analytical
variation for RNA analysis in blood, in this study we propose a
broad panel of RNA quality parameters for the evaluation of the
RNA samples; these include UV spectrophotometric analysis for RNA

Table 1
Purity, yield, RIN, gene expression and kinetic values of REFpool RNA and REF RNA.

Parameter REFpool
RNA n=1

REF RNA n=8 p-
valueb

Min. Median Max. IQRa

RNA purity (R) 2.237 2.130 2.184 2.347 0.121 0.727
RNA total yield (Q) (ng/μl) 2.477 2.429 2.694 3.251 0.348 0.070
RNA integrity number (RIN) 8.400 7.900 8.380 8.500 0.100 0.375
GAPDH [log10
(copies/μg RNA)]

7.039 6.845 7.212 7.569 0.278 0.289

FOS [log10 (copies/μg RNA)] 6.822 6.749 6.854 6.958 0.103 0.289
IL1B [log10 (copies/μg RNA)] 6.434 6.429 6.617 6.736 0.105 0.070
IL8 [log10 (copies/μg RNA)] 5.756 5.673 5.787 5.994 0.156 0.727
GAPDH kinetics distance 4.123 0.440 1.635 9.357 1.827 0.070
FOS kinetics distance 0.825 0.347 1.912 9.563 0.978 0.289
IL1B kinetics distance 2.713 0.687 1.715 3.487 1.127 0.070
IL8 kinetics distance 1.877 1.430 2.030 2.333 0.417 0.289

Note: Two laboratories did not return REF RNA to the SPIDIA UNIFI laboratory.
a IQR: interquartile range (75th percentile–25th percentile).
b p-value of Sign Test for the comparison of REFpool RNA with REF RNA values.

Fig. 5. Exp B. Box plots reflecting the mRNA expression of GAPDH (Panel A), IL1B (Panel B), IL8 (Panel C), and FOS (Panel D) measured in the three sample types REF, RNA A and RNA
B. Each box indicates the 25th and 75th percentiles. The horizontal line inside the box indicates the median, and the whiskers indicate the extreme measured values. The dotted
horizontal line indicates the median value of the REF samples and serves for comparison.
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purity and yield, the RIN value for an overall evaluation of integrity,
the measurement of the expression of FOS, IL1B, IL8 and GAPDH for
evaluating the gene expression stability, and kinetics analysis of the
RT-qPCR data for the detection of the presence of heterogeneous in-
terfering substances.

With the aim to cover all the main pre-analytical steps for RNA
analysis in blood, two different experimental models have been
planned. The first model (Exp A) has been designed to evaluate the
role of the pre-analytical variables from blood collection to storage
and RNA extraction and in particular: I) the role of the blood collec-
tion tube and II) the role of the time interval from blood collection
to RNA extraction. For this model each laboratory collected four
blood samples (RNAs 1–4) from an own donor.

The second experimental model (Exp B) has been focused on: I)
the influence of RNA shipment and II) the role of the blood collection
tube. In this model the participant laboratories received two blood
samples (Tube A and Tube B) and an extracted RNA sample (REF
RNA), all of them derived from the same donor.

The first important result of this study was the comparison between
REF RNA and REFpool RNA data. The results for yield, purity, RIN, gene
expression profile and KD were not statistically significantly different
betweenREF RNAand REFpool RNA (Table 1) supporting a fundamental
requirement for planning a PT programs for RNA analysis, i.e. there is no
significant shipment effect on RNA extracted by the participating labo-
ratories when it is sent on dry ice. Consequently we can assume that
the RNA evaluation (performed by SPIDIA) reflects the performance of
the RNA extraction of the participating laboratories, and this procedure
will be adopted for the pan-European trial.

From the other data obtained from both Exp A and Exp B, we can
also get important information to be used for planning the SPIDIA-
RNA ring trial.

They can be summarized as follows. For all quality parameters in-
vestigated in the extracted RNA samples of Exp A and Exp B, we have
always observed a higher variability when the blood sample is col-
lected in unstabilized blood collection tubes. This finding can be due
to the different procedures used by the participating laboratories for
RNA extraction (Supplemental Table 1A), by the time interval from
blood collection to RNA extraction (Supplemental Table 1B) and/or
by the storage conditions (Supplemental Table 1C). For the blood col-
lected in PAXgene Blood RNA Tube the variability is reduced because,
not only the cells are immediately lysed, RNases are inactivated and
the nucleic acids are complexed to protect them from nucleolytic deg-
radation, but also because the RNA must be extracted following a sin-
gle standardized procedure and reagents.

The RIN value, in EDTA blood collection tubes, becomes significant-
ly worsewhenmore than 24 h are spent between blood collection and
RNA extraction (Supplemental Table 3). The RNA expression profiles
are also significantly affected by the time interval from blood collec-
tion to RNA extraction in EDTA blood collection tubes showing in
some cases overexpression (Fig. 5 Panels C and D) or downregulation
(Fig. 5 Panel B).

Due to the limited number of participating laboratories the value
of these results is limited and we expect to clarify the role of these
pre-analytical variables when the data of the SPIDIA-RNA ring trial
will be available, however we can anticipate that these selected
genes are appropriate markers reflecting changes in expression levels
and transcripts occurring post sampling.

5. Conclusion

Taken together, all these data are going to have a profound impact
when planning the main SPIDIA-RNA ring trial. We assume that

Fig. 6. Exp B. Box plot referred to the KDs of the qPCR technical replicates of the four genes analyzed in the three sample types (REF, RNA A and RNA B). Each box shows the 25th and
75th percentiles. The horizontal line inside the box indicates the median, and the limits of the two whiskers correspond to the most extreme observations, which exceeded 1.5 times
the IQR from the box. Observations falling outside the whiskers are represented by circles.
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laboratories performing RNA based analysis are currently using a col-
lection tubes either with or without stabilizers, therefore both kinds
of blood collection tubes will be used for the main ring trial. Those
laboratories that collect blood using stabilizing tubes, that preserve
cells and RNA (e.g. PAXgene Blood RNA Tubes), will extract RNA by
the same procedure, as these tubes must be used in conjunction
with a dedicated RNA extraction kit. On the other hand, we expected
a broader variety of extraction procedures to be used in conjunction
with the EDTA tubes as this is currently a less standardized workflow
in routine laboratories. In order to be able to monitor all possible ef-
fects of sample storage, shipment and RNA extraction methods on
the RNA quality, an internal time course experiment will be run in
parallel with the sample shipment to the participating laboratories
within SPIDIA facilities following defined storage conditions and
using a panel of RNA extraction methods. Moreover, in order to
limit the number of the variables that can influence the RNA quality,
the protocol for the participants to the ring trial will include strict
conditions for storage and time intervals for RNA extraction. Finally
another important aspect, related to the implementation of this ring
trial, will regard the choice of reference values that ideally should cor-
respond to the true value (i.e. gold standard). If a reference value is
available, a ring trial can answer the question ‘Can the results of a lab-
oratory be deemed accurate?’ On the other hand, in the absence of
this value, a ring trial can only answer the more humble question
‘may the results of a laboratory be deemed consistent with the major-
ity of the results provided by all the participating laboratories?’. As
the latter will represent the context of the planned ring trial, the
most suitable reference value will be estimated by applying appropri-
ate statistical procedures we previously developed [19, 20, 22].
According to these procedures, reference values will be derived from
the results distribution of participants whose performance was not
questioned in order to obtain “a correct result as a consensus of testing
participants' result” in accordance with international guidelines [21].

Supplementary materials related to this article can be found on-
line at doi:10.1016/j.cca.2012.01.015.
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